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Background
Patient satisfaction after total knee replacement arthroplasty (TKA) depends on range of motion (ROM) and maximal flexion as well as on improvement of pain. [1] [2] [3] Knee flexion is one of the most important factors in performing many daily routine activities. Climbing up and down the stairs requires 90°-120° of flexion, whereas kneeling, squatting and sitting cross-legged require beyond 140° of flexion. 4, 5 Especially, more flexion of the knee joint is required in Asian population with their cultural and religious environments. 6 Under the influence of this requirement, several highflexion designs for TKA were introduced and promoted greater and safer flexion without increasing the risk of failure compared with standard designs. Thereafter highflexion prosthesis showed better ROM and more satisfaction in several studies. [7] [8] [9] However, in several studies, early loosening of the femoral component related to the deep flexion provided by high-flexion TKA was reported with high incidence and concerns have been raised about early aseptic loosening in high-flexion design. 10, 11 Contrary to other high-flexion designs, Vega ® Knee System (B Braun-Aesculap, Tuttlingen, Germany) was designed to allow high flexion after TKA by shortening the length of posterior condylar flange of femoral component instead of removing an additional 2mm of bone from the posterior femoral condyle. (Figure 1 ) In addition to the shorter posterior condylar flange of femoral component, the cam and post mechanism was thickened and elongated in order to provide greater jump distance in deep degrees of flexion while providing proper roll back and to prevent posterior subluxation of tibia.
The purpose of this study was to evaluate the clinical and radiographic outcomes of TKA using short posterior flange of femoral component and the occurrence of periprosthetic osteolysis and loosening after operation. Also, the relationship between postoperative maximal flexion and radiographic factors including posterior tibial slope and femoral condylar offset was assessed.
Method Materials
Of the patients who underwent TKA using Vega ® Knee
System performed by the same surgeon at our institution between August 2011 and November 2014, 65 patients (94 knees) with a minimum follow-up of 38 months were enrolled in this retrospective study. 
Operative technique
Prior to the operation, full-length weight bearing radiographs were obtained showing the hip, knee, and ankle joints. The angles of the femoral and tibial cuts, and the desired position of the entry hole, were planned before surgery. All the operations were performed by the same surgeon using midline incision and medial parapatellar approach. A medial soft tissue release was done by elevating a periosteal sleeve from the anteromedial tibia to the posteromedial aspect according to the degree of preoperative deformity. After lateral subluxation of the patella, the femoral condyle was resected to remove a thickness of bone equal to that of the femoral component to be inserted. The valgus angle of femoral resection was made using an intramedullary guide. The anteroposterior cutting was performed using an anterior referencing system. The femoral component was placed in 3° to 5° of external rotation to the posterior condyles, and this was ascertained with the help of the transepicondylar line. Using an extramedullary tibial guide, 6mm~10mm of tibial bone was resected to obtain a surface that was perpendicular to the shaft of the tibia in the coronal plane, with a 7° posterior slope in the sagittal plane. The posterior cruciate ligament was resected in all knees. Stability and alignment were measured using the trial components, and the balancing of the soft tissues was assessed in both flexion and extension state. Additional resection was performed on overhanged portion of the posterior femoral condyle. All the components were cemented after irrigation, drying and pressurization of the cement. Patelloplasty rather than patellar resurfacing was performed in all knees. Patelloplasty consisted of electrocautery of the patellar rim to provide denervation, removal of osteophytes and reduction of size of the patella. All patients received prophylactic antibiotics and anticoagulation with lowmolecular weight heparin for one week. Quadriceps strengthening exercise and continuous passive movement were begun immediately after operation. Weight bearing was allowed from three days after operation. Going up and down the stairs were recommended from eight weeks after operation. In addition, the patients were advised not to take kneeling or squatting position after surgery even if they could kneel and squat easily for longevity of the prosthesis.
Assessment and analysis
The patients were reviewed before operation and at six weeks, three months, six months, one year, and annually thereafter.
Clinical parameters, including Knee Society Knee score (KS), Knee Society Function score (FS), maximal flexion, ROM, and complications, were evaluated. 12 Pre-operative factors related with the postoperative ROM were also analyzed including age, gender, flexion contracture, deformity and preoperative ROM. Maximum flexion was measured prior to surgery and at every follow-up using a manual goniometer with the arms aligned along the long axes of the femur and tibia on the lateral side of the knee joint. Flexion contracture was measured and reported similarly. Range of movement was calculated by subtracting the flexion contracture from maximum flexion.
Radiographic parameters included both knee standing anteroposterior, lateral and Merchant's view. The width of the radiolucent line, osteolysis and loosening were measured on the basis of seven zones on the lateral radiograph of the femur, seven on an anteroposterior radiograph of the tibia, and three on a lateral radiograph of the tibia, as analyzed using the America Knee Society Radiographic Scoring System. 13 The posterior tibial slope (PTS) was defined as the angle between a line perpendicular to the proximal tibial anterior cortex and a line parallel to the tibial medial plateau on the lateral view. The femoral condylar offset (FCO) was measured as the distance from the tangent of the femoral diaphysis posterior cortex to the apex of the posterior femoral condyle preoperatively and to the apex of the posterior femoral component postoperatively ( Figure 2 ).
All clinical results were analyzed using paired t test. Radiographic factors affecting postoperative ROM and maximal flexion were also analyzed using correlation analysis (Spearman rank test). Differences were considered statistically significant at P<0.05, and the calculations were performed using SPSS version 12 (SPSS Inc., Chicago, Illinois).
Results
The mean preoperative flexion contracture was 4.2° (range 0-25°) which was reduced to 1.2° (range 0-15°) at the final follow-up (P<0.05). 
Discussion
Although TKA has been a satisfactory treatment of advanced osteoarthritis to achieve painless walking, restoring the preoperative high-flexion activities is one of the major problems that remain to be solved in Asian countries.
5,14
Recently, high-flexion TKA designs were developed to safely permit deep flexion of knee joint and to accommodate resumption of high-flexion daily activities. However, results of these high-flexion TKA designs have been variable. Several studies reported improved postoperative ROM (ranged from 122°-138°) and satisfaction with daily activities, whereas others have found no major improvement. 7, [15] [16] [17] [18] [19] Furthermore, two clinical studies of high-flexion TKA have reported progressive radiolucent lines in 14 per cent to 48 per cent of the femoral component and high incidence of early aseptic loosening. 10, 11 According to these studies, the early aseptic loosening was caused by postoperative deep flexion ability. Cho et al. found early aseptic loosening at a mean period of 24 months and more progressive radiolucent lines in 67.7 per cent of patients with TKA who could squat than 20.2 per cent of patients who could not squat. 10 To obtain more degrees of flexion, high flexion design requires 2mm of additional bone resection from posterior condyles, which may weaken the bone supporting load from the femoral component and cause instability. Several studies reported the increased contact stress during deep flexion and greater wear and early loosening of the prosthesis. 10, 11, 22 However, a number of clinical studies have suggested conflicting findings with only a few instances of loosening after high-flexion TKA. 8, 17, 20, 21 Therefore, it is necessary to consider other factors that could have been responsible for the cases of aseptic loosening. Several previous studies have identified implant design, preparation of bone, cementing technique, implant positioning, and soft-tissue balancing as possible causes of femoral loosening. 23-25 Also, a large random comparative study involving both conventional and highflexion prostheses is essential to conclude the cause of early aseptic loosening. The smaller femoral radius of curvature and more shortened posterior flange of the Vega ® Knee
System decrease contact stress at deep flexion angle. In addition, it has a modified cam and post mechanism with increased jump distance to avoid dislocation at angle of high-flexion. In this study, the mean maximal flexion angle after TKA using Vega ® Knee System was more than 130° and ranged from 115°-140°. This result was not inferior to the results of conventional high-flexion designs which were from 131°-138° of the mean maximal flexion and ranged from 95°-150°. [7] [8] [9] [10] [11] Also, there was no complication related with prosthesis including aseptic loosening. In consideration of the concerns about the high incidence of early aseptic loosening in conventional high-flexion designs, no additional bone cutting of posterior femoral condyle and less contact stress due to short posterior flange of femoral component could be another solution for the high-flexion TKA.
According to the past studies, two important factors that have been associated with the maximal flexion after TKA include posterior femoral condylar offset (FCO) and posterior tibial slope (PTS). Malviya et al. reported that 1° of extra PTS increase the maximal flexion angle by an average of 2.3° in 101 knees after posterior cruciate ligament (PCL)-retaining TKA. 26 Bellemans et al. also reported that that 1° of additional PTS increase the maximal flexion by an average of 1.7° after PCL-retaining TKA. 27 On the other hand, the other studies showed that the correlation between PTS and maximal knee flexion that can be observed after PCLretaining TKA was not noted after PCL-sacrificing TKA. [28] [29] [30] Arabori et al. reported that FCO was correlated with flexion angle in PCL-retaining knees but not in PCL-sacrificing knees after simultaneous PCL-retaining TKA on one side and PCLsacrificing TKA on the other side. 31 Vega ® Knee System has fixed insert as a substitute for the PCL. In this study, radiographic results corresponded with the past studies. Significant correlation was not observed between PTS and maximal flexion angle after PCL-sacrificing TKA using Vega ® Knee System. Also, no correlation was found between the postoperative maximal flexion angle and FCO.
The limitations of this study include lack of comparison group and retrospective study design. Therefore, this study results should be approved with further clinical and biomechanical studies with prospective design.
Conclusion
Total knee arthroplasty using femoral component which has shorter length of posterior flange than conventional highflexion prosthesis provided satisfactory maximal flexion at minimum 3 years follow-up. Also, the periprosthetic osteolysis and loosening which occurred at the early postoperative period from using conventional high-flexion prosthesis did not occur. Therefore, high flexion total knee arthroplasty using short posterior flange of femoral component is considered as a good alternative to conventional high-flexion prosthesis.
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